Initial experience with a laser sheath to extract chronic transvenous implantable cardioverter-defibrillator leads.
This is the first study of the use of a laser sheath to remove chronic transvenous implantable cardioverter-defibrillator leads. A 16Fr laser sheath was used to extract 14 leads from 11 patients, 6 of whom had undergone failed previous extraction attempts using conventional tools.